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                 BRITEVENT® 
 
 
 
 

            Instructions for Use 
 
 
 
 
 

• Apply temperature label to outside of urine specimen cup 
 

• Read temperature after colors stop changing 
 

• Green is correct color 
 

• If Green is not visible subtract 1º from highest lit event 
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